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Carefully insert a pipette into the 
bottom of the vial and remove a single 
drop for testing.

Consult laboratory SOPs, stain, or kit 
manufacturer instructions for testing 
procedures.
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Thoroughly mix the suspension by 
vigorously shaking or vortexing.

Allow the suspension to settle 
for 5-10 minutes before use in 
any testing procedure.


